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* Zeno 3200 System Setup File

* Program Version And Date: Zeno 3200 V1.60-768-4, Jun
* Copyright (C Coastal Environnmental Systens, 1995.
* Setup File Date And Tinme: 90/06/29 22:46:57
PARAML 60 0 60 2 110 4 102 0 9600 9600

PARAM?2 9600 0 0 0 03 0000

PARAMB 16777 1 60 18 600 20 0 0 2 2

PARAMA 2 2 0 0 O 3276800

PARAMG NONE NONE

SENSOR 3 "PIRICGhblI" 1 2 00000102 0 264550 0O
SENSOR 3 "PSP1CGbl" 2 22 000010 2 0 139548 0
SENSOR 3 "NIP1CTop" 322 00001020 121344 0
SENSOR 3 "PSP2CDif" 422 00001020 125298 0
SENSOR 3 "PIR2CDIf" 52 000001020 260417 0O
SENSOR 3 "NIP2Chtnm 6 2 2 00 0 01 0 2 0 122444 0
SENSOR 1 "IRTC' 10 01 6 0 060 1 02 0 95 -600
SENSOR 1 "UVB_ W' 11 0 0 0000102 00.23300
SENSOR 1 "UVB_.T* 12 03 0000102050-250
SENSOR 1 "THER-1C' 800021 01020-0.410
SENSOCR 1 "THER-1ID' 9 00021 01020-0.410
SENSOR 1 "THER-2C' 14 0002 101020 -0.410
SENSOR 1 "THER-2D' 150002 101020 -0.410
SENSOR 1 "PWR 24V 1 02000021309.300
SENSOR 1 "PWR INT" 2 0000002130100
SENSOR 1 "Int_Temp" 30000001030100
PROCESS 1 2 S2.1

PROCESS 3 2 S2.1 1400 -20 12

PROCESS 5 9 S10.1

PROCESS 5 8 P3.1 0 0 0 O O 10000 -10000

PROCESS 4 1 S10.1 0.00103085 0.000238918 1.57464e-07 10000
PROCESS 5 9 S11.1

PROCESS 5 8 P6.1 0 0 0 O O 10010 -10010

PROCESS 4 1 S11.1 0.00103085 0.000238918 1.57464e-07 10001
PROCESS 4 5 P8.2 P5.2 S1.1 1 4

PROCESS 1 9 S1.1

PROCESS 1 9 P4.1

PROCESS 1 9 P7.1

PROCESS 1 2 P9.2

PROCESS 3 2 P9.2 475 375 13

PROCESS 1 2 S7.1

PROCESS 3 2 S7.1 35 -60 14

PROCESS 4 3 S9.1 S8.1

PROCESS 1 9 S9.1

PROCESS 1 9 S8.1

PROCESS 1 2 P17.2

PROCESS 3 2 S9.1 26 24 15

PROCESS 3 2 P17.2 1.2 0 16

PROCESS 1 2 S3.1

PROCESS 3 2 S3.1 950 -20 17

PROCESS 1 2 44.1

PROCESS 3 2 S4.1 1400 -20 18

PROCESS 5 9 sS12.1

PROCESS 5 8 P27.1 0 0 0 0 0 9997 -9997

PROCESS 4 1 S12.1 0.00103085 0.000238918 1.57464e-07 9997
PROCESS 5 9 S13.1

PROCESS 5 8 P30.1 0 0 0 O 0 9996 -9996

PROCESS 4 1 S13.1 0.00103085 0.000238918 1.57464e-07 9999
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, 2 "TWP-" 1.1 00 1
,2 "Nauru." 1.1 00 1
, 2 "cal sky<20>" 1.1 0
"V000629.00" 1.1 0 O
"<20>" 1.1 001
,2""1.1001

"BIT" 41.1 0 0 6
"PSP1_Ave" 1.1 2 0 8
"PSP1_SD' 1.3 2 0 8
"PSP1_Max" 1.4 2 0 8
"PSP1_Mn" 1.5 2 0 8
"PIRL_E_1" 10.10 2 O
"PIRL_E_ 2" 10.30 2 O
"PIRL_E_3" 10.50 2 O
"RClc_1" 11.10 2 0 8
"RClc_2" 11.30 2 0 8
"RClc_3" 11.50 2 0 8
"RCld_1" 12.10 2 0 8
"RCld_2" 12.30 2 0 8
"RC1d_3" 12.50 2 0 8

"PIRL_Ave" 13.1 2 0 8
"PIRL_SD' 13.3 2 0 8
"PIRL_Max" 13.4 2
"PIRL_M n" 13.5 2
"| RTC_Ave" 15.1 2
"IRTC_SD' 15.3 2 0 8
"| RTC_Max" 15. 4
"IRTCMn" 15.5
"UVB_T_ 1" 18.10
"UVB_T_ 2" 18.30
"UVB_T_3" 18.50
"UVB_1" 19.10 4
"UVB_2" 19.30 4

"UVB_3" 19.50 4
"UVB_Ave" 20.1 4 0 8
"UVB_SD' 20.3 4 0 8
"UVB_Max" 20.4 4 0 8
"UVB_Mn" 20.5 4 0 8
"NIP1_Ave" 23.1 2 0 8
"NIP1_SD' 23.3 2 0 8
"Nl P1_Max" 23.4 2 0
"NIP1I_Mn" 23.5 20
"PSP2_Ave" 25.1 2 0
"PSP2_SD' 25.3 2 0 8
"PSP2_Max" 25.4 2 0 8
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DATA 8 1 "PSP2_Mn" 25.5 2 0 8
DATA 8 1 "PIR2_E 1" 34.10 2 0 8
DATA 8 1 "PIR2_E 2" 34.30 2 0 8
DATA 8 1 "PIR2_E 3" 34.50 2 0 8
DATA 8 1 "RC2c_1" 35.10 2 0 8
DATA 8 1 "RC2c_2" 35.30 2 0 8
DATA 8 1 "RC2c_3" 35.50 2 0 8
DATA 8 1 "RC2d_1" 36.10 2 0 8
DATA 8 1 "RC2d_2" 36.30 2 0 8
DATA 8 1 "RC2d_3" 36.50 2 0 8
DATA 8 1 "PIR2_Ave" 37.1 2 0 8
DATA 8 1 "PIR2_SD" 37.3 2 0 8
DATA 8 1 "PIR2_Max" 37.4 2 0 8
DATA 8 1 "PIR2_Mn" 37.52 0 8
DATA 8 1 "NIP2_Ave" 39.1 2 0 8
DATA 8 1 "NIP2_SD"' 39.3 2 0 8
DATA 8 1 "N P2_Max" 39.4 2 0 8
DATA 8 1 "NIP2_Mn" 39.5 2 0 8
DATA 8 1 "Int_Temp" 44.1 2 0 8
DATA 8 1 "PWR Int" 43.1 2 0 8
DATA 8 1 "PWR 24V" 42.1 2 0 8
DATA 6 2 "<20>PIR1_Rc:" 1.1 0 0 1
DATA 7 2 "RCc" 4.1 20 1
DATA 6 2 "<20>PIR1_Rd:" 1.1 0 0 1
DATA 7 2 "RCd" 7.1 201
DATA 6 2 "<20>PIR1_Tc:" 1.1 0 0 1
DATA 7 2 "TCc<20>K" 5.2 2 0 1
DATA 6 2 "<20>PIR1_Td:" 1.1 0 0 1
DATA 7 2 "TCd<20>K" 8.2 2 0 1
DATA 6 2 "<20>PIR1_cor:" 1.1 0 0 1
DATA 7 2 "PIRIC' 9.2 20 1
DATA 6 2 "<20>PIR2_Rc:" 1.1 0 0 1
DATA 7 2 "RCc" 28.1 2 0 1
DATA 6 2 "<20>PIR2_Rd:" 1.1 0 0 1
DATA 7 2 "RCd" 31.1 2 0 1
DATA 6 2 "<20>PIR2_Tc:" 1.1 0 0 1
DATA 7 2 "TCc<20>K" 29.2 2 0 1
DATA 6 2 "<20>PIR2_Td:" 1.1 0 0 1
DATA 7 2 "TCd<20>K" 32.2 2 0 1
DATA 6 2 "<20>PIR2_cor:" 1.1 0 0 1
DATA 7 2 "PIR2C' 33.2 2 0 1
DATA 6 2 "<20>UVB_cor:" 1.1 0 0 1
DATA 7 2 "UB" 17.2 4 8 1
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,2 "<OD><0A>" 1.1 00 1



